An effort is made to analyse the stresses experienced by the human femur.
INTRODUCTION

FINITE ELEMENT METHOD
Finite element method (FEM) is a technique of solution of the boundary value problems. It can be explained as a numerical method for solving differential and integral equations. Finite element analysis (FEA) is the practical application of FEM. FEA is a computational tool for carrying out engineering analysis. It can be used for analysis of new product designs as well as for the existing designs using the equations of mechanics of materials [1, 2] . In this work, FEA is used to analyse the human femur bone.
FEMUR BONE
Femur bone is also known as thigh bone. The femur bone is the longest, heaviest and strongest bone in the human body. The length of this bone is almost 26% of the height of person. Femur bone is divided into three parts: upper extremity, body and lower extremity. Upper part consists of head, neck and the tow trochanters. Body is the long and almost cylindrical in shape. It is slightly arched. Lower extremity is bigger than upper extremity. It is slightly cuboid in form but its diagonal diameter is bigger than its anteroposterior. Human skeleton is shown in Figure 1 , where femur bones are marked. Bone material has been studied in depth by many workers for e.g. [3] [4] [5] [6] [7] [8] .
FEA ON FEMUR BONE
FEA is one of the common techniques to examine the structural stresses developed in engineering mechanics [9] . It has been used in many engineering applications including the *Corresponding Author: E-mail: 501961@student.hin.no; hassan.abbas.khawaja@gmail.com, moji@hin.no orthopaedic biomechanics to calculate the stresses in human bones [10, 11] . FEA helps in identifying the zones of high stresses and assist in implants design.
Femur bone differs from human to human in both terms of bone geometry and also in the mechanical properties which make it very hard to extract the experimental results to be reproduced. So to analyse the human femur an alternate approach is to use an artificial femur of identical geometry which have approximately same material properties like human bone. This standard geometric model may help to perform experiments to obtain useful results. However, use of modern techniques reduces this complication. Latest techniques of 3D scanning can be employed in building computer aided design (CAD) model of femur bone. The CAD model can be used to build FEM model (mesh of nodes and elements for analysis). FEA analysis can be repeatedly performed on this model with different set of loading conditions and material properties. This methodology is used in given work.
It is essential to use the correct material properties and geometric size to simulate the mechanical behaviour of wide range of bone quality and size. The aim of this study is to give the structure for bone stiffness and strength suitable for use within the framework.
In this study, two different kinds of loading conditions are applied on the femur bone model; in axial direction (parallel to bone) and in bending direction (normal to the bone). Appropriate assumptions are taken for this study. The main theme of this study is to create a simulation model that can demonstrate the stresses and strains which may happen on real bone. The accuracy of model is verified and compared with results available in literature [9, 12 and 13] .
MATERIAL AND METHOD
METHODOLOGY
Two different specimens of human femur bones were collected for this study. Given specimens were from the subjects of around 70 Kg in weight.
3D LASER SCAN
3-D laser scanning was performed on available specimens using NextGen ® 3D laser scanner. From this procedure data cloud was obtained which can be imported in CAD software to obtain the geometric features of a femur bone. Obtained data cloud is shown in Figure 2 .
CAD MODEL
Femur CAD model was developed in SolidWorks ® using the technique of transforming 2D geometry into 3D using the cloud data obtained earlier [14, 15] . The CAD model of the Femur bone is shown in Figure 3 . At this stage CAD model was obtained based on external geometric features of femur bone however, the internal detail (e.g. marrow cavity) in CAD was approximated.
The dimensions of marrow cavity are hard to know considering it is hallow imprint within the bone. The dimensions of marrow cavity were approximated in this work with a hallow cylinder following the curvature of the bone with spherical ends. The diameter of marrow cavity was taken as 1.6 cm. Approximated marrow cavity is shown in Figure 4 .
FEA MESH
FEA mesh represents the nodes and elements for structural calculations. In this work, FEA mesh was generated on 3D CAD model of femur bone. Tetrahedral 20-noded 186 Structural Solid elements were used to build the FEA mesh [13] . The stated element type was chosen since it has higher accuracy compared to its equivalent lesser node element [13] . FEA mesh was generated using the auto-mesh generation algorithm in FEA software ANSYS ® [9, 12, 13] . Mesh refinement was performed in desired segments of the bone to avoid unrealistic stress concentration points. Furthermore mesh was refined in regions of higher gradients to magnify the accuracy of results. Mesh sensitivity analysis was also carried out to ensure the quality of results. FEA mesh of femur bone is shown in Figure 5 . 
MATERIAL PROPERTIES
Material properties of human femur vary between subjects therefore and it is difficult to assign any particular material properties. Furthermore, the bone material is anisotropic in nature, however it was assumed to be isotropic because complete femur bone was taken for analysis. The justification is that a small segment of bone can be solved for anisotropic solution however for complete bone; it is extremely difficult to assign anisotropic material properties. The young's modulus of the femur bone varies from 10 to 20 GPa and for the analysis it was taken to be 15 GPa. Poisson's ratio and density used were 0.3 and 2000 Kg/m 3 respectively [3] . Linear elastic material model was chosen for this analysis.
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Finite element analysis of human femur bone Linear static analysis was performed and physiological conditions (role of muscles in sharing the load) were ignored.
LOADING AND BOUNDARY CONDITIONS
Two different kind of loading conditions were applied to simulate real case scenarios. In first case axial loading (compression) was applied in direction of the bone. This case simulates the weight handled by femur in upright standing position. In second case bending load (perpendicular) is applied to femur bone. In both cases boundary constraint was applied on the other end of the femur bone. Loading and boundary constraints are shown in Figure 6 .
RESULTS
FEA analysis is performed on model of femur bone by varying the loads. The maximum stresses generated in this analysis are given in Table 1 . The failure stress is taken as 100 MPa based on experimental data available in literature [4] .
The results indicate the failure of femur bone under the loading of 414 Kg of weight under axial loading and 69 Kg of load under the bending load. The results clearly indicate that the strength of femur bone in axial direction is significantly more than compared to bending. The point of high stress is indicated in Figure 7 .
CONCLUSION
Following conclusions can be drawn from FEM analysis of human femur bone:
1 Axial strength of femur is almost six times than bending. 2 Human femur can withstand ten times the load of its body weight. 3 Evaluated results are the indicative of the failure criteria of substitute material for bones. 4 Given methodology can be used over other biomechanical structures for study.
